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A SHORT STATIC-PRESSURE PROBE DESIGN FOR SUPERSONIC FLOW 


S. Z. Pinckney 
Langley Research Center 

SUMMARY 

A static probe design concept has been developed which has the static holes located 
close to the probe tip and is relatively insensitive to probe angle of attack and circum- 
ferential static hole location. Probes were constructed with 10° and 20° half-angle cone 
tips followed by a tangent conic curve section and a tangent cone section of 2°, 3°, or 
3.5°, and were tested at Mach numbers 2.5 and 4.0 and angles of attack up to 12°. The 
results of the tests indicate the following: 

(1) The construction of the probes was not difficult with standard shop techniques. 

(2) For stream Mach numbers of 2.5 and 4.0 and probe angle of attack (angle between 
stream flow direction and probe center line) within ±10°, values of stream static pressure 
can be determined from the probe calibration to within about j 4 percent. 

(3) If the probe is alined within about 7° of the flow, then the stream static pressures 
can be determined to within 2 percent from probe calibration. 

(4) For an angle of attack of 0°, good comparisons are obtained between theoretical 
predictions of probe static pressure and experimental probe calibrations. 

(5) Theoretical predictions indicate that a probe of the present design with a 10° cone 
half-angle tip and a 1.5° half-angle tangent cone would be the least sensitive to Mach 
number. 


INTRODUCTION 

Static-pressure probes for measuring instream static pressure in supersonic flows 
in tunnels and over models have been the subject of much design and development effort. 
Success has been achieved in the development of a static- pressure probe which gives accu- 
rate measurements in flows where the probe is alined parallel to the flow (refs. 1 to 3), 
and where the distance between flow discontinuities (such as shocks) is larger than the 
distance between the probe tip and static-pressure holes. These conditions are usually 
met in the large tunnels. This static-pressure probe design, from references 1 and 2, 
consists of a conical tip followed by a cylindrical tube section in which four static holes 
are located at 90° intervals about the cylindrical tube and 10 tube diameters or greater 


downstream of the cone tip; this type of probe could typically be as short as 1 centimeter. 
For the case of flow measurements in nozzle and inlet model throats, however, as well as 
in many model flow fields, variations of static pressure and flow direction frequently occur 
in dimensions less than 1 centimeter. Use of this conventional static-pressure probe in 
such cases results in the static holes not being in the same flow environment as the tip, 
and the measurement accuracy could be thereby degraded. At angle of attack, where flow 
differences between tip and holes are accentuated, additional inaccuracies in static- 
pressure measurements are introduced through use of this type of probe. Many attempts 
have been made to improve probe incidence characteristics through the use of special 
probe tip shapes and sensing hole locations. (See refs. 4 to 6.) In these investigations 
it was usual to locate two sensing holes symmetrically with respect to a particular angle- 
of-attack plane; however, when the probe is rotated relative to this angle- of- attack plane, 
the measurement deteriorates rapidly. 

In reference 7, Clippinger and Giese used the method of characteristics to study the 
zero incidence flow about cone- cylinders at supersonic speeds. Experimental verification 
of a suggested short probe based on this theoretical investigation is demonstrated by the 
short probe (probe design based on investigations of refs. 7 and 8) tested in reference 9. 
This probe is 0.0508 meter in diameter and has 24 static holes located symmetrically 
about the cylinder. Favorable results were obtained for Mach numbers 1.4 to 2.5 and 
angles of attack up to 18° (±3-percent variation). If this 0.0508-meter-diameter probe is 
scaled down to the size required to survey nozzle and inlet flows (about 0.001524-meter 
diameter or smaller), the static hole sizes would not be realistic. This large number of 
static holes is a result of attempting to reduce circumferential static hole-location effects 
and it is not known whether the number of static holes could be reduced and still obtain the 
satisfactory characteristics shown by this probe. The results of another attempt to design 
a static probe insensitive to Mach number, angle of attack, and angle of yaw are presented 
in reference 10. This approach combines the idea of distributing static probe cross- 
sectional area with the idea of using noncircular cross sections to render probes with the 
desired characteristics. This type of probe, however, requires special care in cross- 
sectional contouring and hole location. 

The purpose of the present investigation was to design and develop a probe of short 
length and good angle-of-attack characteristics for use in inlet, nozzle, and model flows. 
The primary constraints of a static-pressure probe for the proposed usage are that the 
probe be essentially insensitive to probe angle of attack and circumferential static hole 
location while having the static-pressure holes located as close to the probe tip as possi- 
ble. Other desirable characteristics of the static-pressure probe design are that the 
measured static pressure be as close to the true static pressure as possible, and the 
static-pressure measurement be as insensitive to Mach number effects as possible. In 
an attempt to satisfy these design constraints, a static- pressure probe design has been 
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developed and the results of a preliminary experimental investigation are presented in 
reference 11. The probes of the present investigation were constructed by use of more 
precise methods than those of reference 11 and were experimentally calibrated at Mach 
numbers of 2.5 and 4.0 and for angles of attack up to 12°. 

SYMBOLS 


A,B,C constants 

D tube diameter 

M Mach number 

P static pressure 

R^ probe nose radius 

y distance normal to probe axis 

x axial distance from probe tip 

a angle of attack (angle between stream flow direction and probe center line) 

/3 cone-tip half-angle 

9 surface angle 

a) tangent cone half-angle 

Subscripts: 

ec end of tangent conic curve section of probe 

°° stream conditions 


NEW PROBE DESIGN 

The primary desired properties of the present static-pressure probe design are 
that the probe be essentially insensitive to probe angle of attack and have the static- 
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pressure holes as close to the probe tip as possible. However, theoretical evaluation 
was limited to consideration of an angle of attack of 0° because no theoretical averaging 
method for surface pressures was immediately available from which probe readings could 
be determined. Therefore, the angle of attack and circumferential static hole-location 
(with the probe at angle of attack) effects were evaluated experimentally. The computer 
program used in the present theoretical evaluation is that of reference 12 and consists of 
a blunt-body program joined to a characteristic program. This theoretical method was 
used to evaluate the conventional static probe design presented in figure 1. Figure 1 also 
shows the static-pressure distribution along the surface of the conventional static probe 
design. The static holes are seen to be located approximately 10 tube diameters down- 
stream of the cone-tube shoulder where the pressure on the surface of the probe becomes 
nearly equal to stream static. Note that there is a point at the shoulder of the conven- 
tional probe where the surface static pressure falls below the free-stream value, but it 
does so very sharply. This sharp drop can be replaced by a more gradual change, how- 
ever, by replacing the sharp shoulder with a smooth fairing between the cone and the tube. 
Figure 2 shows the pressure distribution for two stream Mach numbers on such a fairing 
as a function of surface slope. The static pressure becomes equal to stream static at a 
surface slope around 3.5° to 4° for these Mach numbers. If the fairing is terminated at 
this point and joined to a tangent cone section of approximately 3° half-angle, the pressure 
distribution is, as shown in figure 3, where a pressure close to stream static is maintained 
for a finite distance along the tangent cone section. 

Theoretical pressure distributions were calculated for the probe of the general 
design shown in figure 4, which consists of a conical tip followed by a tangent conic curve, 
a tangent cone section, and the cylindrical tube body. The probe tip shape used in these 
calculations consisted of a 20° included angle slightly blunted cone from a distance of 0 to 
100 nose radii from the tip followed by a tangent conic curve section from 100 to 260 nose 
radii from the tip and then a tangent cone section. Three sets of theoretical calculations 
were made for a probe tip with a 20° included angle cone (cone- tip half-angle |8 = 10°). 

A set of calculations were made, one each, for body shapes with tangent cone half angles 
oo of 2°, 3°, and 4°, and a tangent conic curve section which can be represented by a 
curve (in the xy- plane) of the form 



B + 


R 


N 



The results of these theoretical calculations are presented in figures 5, 6, and 7 for 
stream Mach numbers of 2.5, 3.0, 4.0, and 5.0. Figure 5 presents theoretical surface 
pressures as a function of x/Rjj (or x/y ec to be discussed later), stream Mach num- 
ber, and tangent cone half-angle cu. Figure 6 presents the theoretical surface pressures 
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as a function of the tangent cone half- angle u> and stream Mach number for the axial 
location x/R^. = 280. Figure 7 is a similar presentation for the axial location 
x/Rn = 340. The theoretical pressure distributions presented in figure 5 indicate that a 
minimum in surface pressure occurs soon after the beginning of the tangent cone section 
(near x/Rjg. of 280) and that this minimum is characterized by a region of nearly con- 
stant pressure. The theoretical results for the axial station of x/R^ of 340 was chosen 
because it approaches the axial limit of this calculation. Figures 6 (for x/R ^ = 280) 
and 7 (for x /R^ = 340) both indicate that minimum stream Mach number effects occur 
for a tangent cone half- angle of about 1.5°. However, the point at which the surface 
static pressure equals the stream static pressure for these minimum Mach number effects 
would occur further downstream on the tangent cone surface than the x/R^ = 340 station. 
To locate the static holes so far downstream (greater than the x/R^ = 340 station) from 
the probe tip would violate one of the primary probe design constraints. Therefore, the 
static holes were located immediately downstream of the tangent conic curve section (that 
is, on the tangent cone section). Location of the holes in this nearly constant pressure 
region would also make the probe somewhat insensitive to effects of inaccuracies in hole 
location. The minimum distance at which the static holes can be located from the probe 
tip and still be in this minimum pressure region downstream of the end of the conic curve 
section is determined by the length and included angle of the conical tip. The length can 
be reduced only to the point that the tube diameter at the hole location is large enough to 
accommodate static holes of realistic size (for rapid response). The angle cannot be 
increased beyond the point of shock detachment for the flow Mach number. 

MODELS 

Based on the theoretical results given in figures 5, 6, and 7, four static-pressure 
probes were constructed and experimentally calibrated in the M = 4.0 and M = 2.5 
blowdown nozzles. Figure 8 presents outlines of the probes calibrated; these outlines 
were obtained by an optical technique. Two of these probes have 10° half-angle cone tips 
(figs. 8(a) and 8(b)) and two have 20° half-angle cone tips (figs. 8(c) and 8(d)). One of the 
10° included angle cone tips has a 2° half-angle tangent cone section (fig. 8(a)) and one 
tip has a 3° half-angle tangent cone section (fig. 8(b)). One of the 20° half-angle cone tips 
has a 2° half-angle tangent cone section (fig. 8(c)) and one tip has a 3.5° half-angle tangent 
cone section (fig. 8(d)). Four static holes (0.343-mm diameter) are located at 90° inter- 
vals about each 2°, 3°, or 3.5° half-angle tangent cone section. In the construction of 
these probes, the curved conic section was obtained by honing the intersection of the cone 
tip and the tangent cone into a smooth transition region. This technique resulted in there 
being little control on the location of the beginning and end of the curved conic section. 
Some probe asymmetries due to the fabrication of these probes is indicated in figure 8. 


TEST PROCEDURE AND DATA REDUCTION 


The experimental calibrations of static -pressure probes of the new design were con- 
ducted in a 0.2285-meter-square constant-area duct section downstream of the Mach num- 
ber 4.0, blowdown nozzle at a nominal stagnation pressure of 1.517 MN/m^. Additional 
experimental calibrations were conducted in a 0.0761-meter-by-0. 127-meter constant- 
area section downstream of the Mach number 2.5 blowdown nozzle at a nominal stagnation 
pressure of 1.896 MN/m^. All the calibrations were conducted over a range of angle of 
attack (angle between stream flow direction and probe center line) of ±15°, the change in 
probe angle of attack occurring in the same plane as two of the static holes. The static 
probe tips were then rotated 45° so that a plane through any two opposing static holes and 
the probe axis were at 45° to the plane in which the probe angle of attack was changed and 
then the probe tip was again calibrated experimentally for ±15° about the chosen zero for 
the probe direction. The rake ^rake for M^ = 4.0 tests is shown in fig. 9 ) in -which the 
static-pressure probe tips were mounted was designed to keep the ends of the probe tips 
in the same spot in the tunnel during the changing of the angle of attack of the probe. The 
data taken during each experimental calibration test consisted of probe static pressure as 
a function of probe angle of attack and tunnel stagnation pressure. During a separate test, 
tunnel pitot pressures were taken in the same spot in the tunnel where the end of the static 
probe tip was located. Tunnel static, pitot, and stagnation pressures were measured by 
use of 0.0345 MN/m^ absolute (M m = 4.0 static pressure), 0.345 MN/m^ absolute 
(m*, = 4.0 pitot pressure), 3.45 MN/m^ absolute (M^ = 2.5, 4.0 stagnation pressure), 
0.172 MN/m^ absolute = 2.5 static pressure), and 1.04 MN/m2 absolute (M^ = 2.5 
pitot pressure) pressure transducers and were recorded on an 18 -channel visual recorder 
along with probe angle of attack. The tunnel pitot pressure is used in conjunction with the 
measured tunnel stagnation pressure to determine a stream static pressure. In the data 
reduction the static pressure measured by use of the static probe tips of the new design 
and the stream static pressure determined from the tunnel pitot-pressure measurements 
were nondimensionalized by dividing by their respective tunnel total pressure to eliminate 
tunnel total-pressure differences between test runs. For the M^ = 4.0 calibration 
tests, it was found that the 0° position of the probe mechanism and the tunnel flow were 
misalined by approximately 3.6° and the data were adjusted accordingly. Experimental 
results presented in this paper for the M w = 4.0 calibration tests are for an angle 
of attack of dl.4° and for the M m = 2.5 calibration, tests are for an angle of attack 
of d2.5°. 

RESULTS AND DISCUSSION 

In the comparison of experimental and theoretically predicted local flow parameters 
on a blunt-nosed axisymmetric body such as the conical-tip static probe, the nose radius 
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or diameter is usually used as a normalizing parameter when the region of the body being 
considered is close (less than about 50 nose radii) to the tip of the body. (See ref. 13.) 
When the region of interest on a blunted conical body is greater than about 50 nose radii 
from the cone tip, the nose radius is no longer pertinent for this purpose and the normal- 
izing parameter then involves the cone angle and the axial distance from the cone tip. 

Based on these factors, the parameter chosen to nondimensionalize the geometric shape 
of the experimental probes as well as the body shapes used in the theoretical calculation is 
the radius of the probe at the end of the curved conic section y ec . 

The geometric contours of the four probes experimentally calibrated were nondimen- 
sionalized by the radius of the probes at the end of their respective curved conic sections 
and the results are presented in figures 10 and 11. The nondimensionalized body shape 
for the probe with /3 = 10° followed by a curved conic section and then a u> = 2° tangent 
conic section is presented in figure 10(a). Also shown in figure 10(a) is the theoretical 
body shape used in the corresponding theoretical calculations along with the predicted 
static-pressure distribution on the body surface for = 4.0 and = 2.5. Similar 
curves for the probe with a /3 = 10° conical tip and a w = 3° tangent cone are pre- 
sented in figure 10(b). The nondimensionalized body shapes for the two /3 = 20° conical 
tipped probes (followed by a curved conic section), one with a u = 2° tangent cone sec- 
tion and one with a u = 3.5° tangent cone section, are presented in figure 11. The theo- 
retical body shape for a 0 = 20° initial conical tip (followed by a curved conic section) 
and a u) = 3° tangent cone section is also presented in figure 11 along with the predicted 
static-pressure distribution for M TO = 4.0 and = 2.5. All theoretical calculations 
are for an angle of attack of 0°. The axial location of the respective static-pressure holes 
on the four probe geometries experimentally calibrated is also shown in figures 10 and 11. 
The favorable comparisons of surface angles in the region of the static holes with the sur- 
face angles of the sample probes calibrated reveal that construction of the present static 
probe is no problem. 

Experimental measurements of static pressure by use of the sample probes are 
expressed as ratios to stream static pressure and are presented in figures 12 and 13 as a 
function of the tangent cone half-angle of the probe co. The corresponding theoretical 
predictions of probe surface static pressure (for theoretical probe shape) are also pre- 
sented. Both the experimental and theoretical results are presented in figures 12 and 13 
and are for an angle of attack of 0°. The results presented in figures 12(a) and 12(b) are 
for the 0 = 10° probes at stream Mach numbers of 2.5 and 4.0. The experimental and 
theoretical results presented in figures 13(a) and 13(b) are for the /3 = 20° probes at 
stream Mach numbers of 2.5 and 4.0, respectively. The spread of the experimental 
results in figures 12 and 13 is typical of the inaccuracy that results during the reading of 
the pressure trace of the visual recorder. Also plotted in figures 12(a) and 12(b) are 
curves representing the theoretical predictions for the static pressure at the probe static. 
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hole locations given in figures 10(a) and 10(b). For the /3 = 20° probe tip, only one 
theoretical calculation was made and that was for a probe with a a> = 3° tangent cone. 

The spread of the theoretical results shown in figures 13(a) and 13(b) for the /3 = 20° 
probe tip and a o> = 3° tangent cone is a result of reading the predicted static pressure 
from the theoretical curves of figure 11 at the two probe static hole locations shown in the 
figure. From the results presented in figures 12 and 13, it is concluded that for an angle 
of attack of 0°, reasonable comparisons of theoretical predictions and experimental meas- 
urements of probe static pressure can be obtained. 

The static pressures measured at angle of attack and nondimensionalized by the 
stream static pressure are presented in figure 14 for probes with /3 = 10° and in fig- 
ure 15 for probes with j3 = 20°. The calibration data of figures 14 and 15 for the static 
holes rotated 45° show no consistent effects of circumferential static hole location relative 
to the angle of attack plane and indicate a decrease in pressure measurement with probe 
angle of attack. Preliminary probe calibrations (not presented) also showed no consistent 
effects of circumferential static hole location for other hole angles. The differences 
between data for positive and negative angles of attack are not understood. If an arithmetic 
mean value of the highest and lowest experimental (within an angle of attack of ±10°) values 
of the ratio of p/p^ is used as the calibration value for each probe, the true static pres- 
sure for = 4.0 (figs. 14(c), 14(d), 15(c), and 15(d)) could be determined within about 
±4 percent of the correct value for a range of angles of attack of ±10°. If a similar average 
is used for the calibration value of p/p^ for = 2.5 (figs. 14(a), 14(b), 15(a), and 
15(b)), the true static pressure could be determined within about i2 percent over the same 
angle- of- attack range. Therefore, comparison of the angle-of-attack calibration data for 
= 4.0 with that for M w = 2.5 indicates that the angle of attack effects decrease 
with decreasing Mach number. If, however, the probe angle of attack is restricted to 
within ±7°, the true stream static pressure could be determined to within about ± 2 percent. 

CONCLUSIONS 

A static-pressure probe design concept has been developed which has the static holes 
located close to the probe tip and is relatively insensitive to probe angle of attack and cir- 
cumferential static hole location. Probes were constructed with 10° and 20° half-angle 
cone tips followed by a tangent conic curve section and a tangent cone section of 2°, 3°, 
or 3.5° and were tested at Mach numbers of 2.5 and 4.0 and angles of attack up to 12°. 

From the results of the tests, the following conclusions were obtained: 

1. The construction of the probes was not difficult with standard shop techniques. 

2. For stream Mach numbers of 2.5 and 4.0 and probe angle of attack (angle between 
stream flow direction and probe center line) within ±10°, values of stream static pressure 
can be determined from the probe calibration to within about ±4 percent. 
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3. If the probe is alined within about 7° of the flow, the stream static pressures can 
be determined to within 2 percent from the probe calibration. 

4. For an angle of attack of 0°, good comparisons are obtained between theoretical 
predictions of probe static-pressure and experimental probe calibrations. 

5. Theoretical predictions indicate that a probe of the present design with a 10° 
cone half-angle tip and a 1.5° half-angle tangent cone would be the least sensitive to Mach 
number. 

Langley Research Center, 

National Aeronautics and Space Administration, 

Hampton, Va., May 1, 1975. 
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Conventional static-pressure probe design and surface-pressure distribution. 
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(a) M„ = 2.5. 


Figure 5.- Theoretical static pressure distribution on the surface of the present static pressure 

probe design. 0 = 10°. 
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Figure 5.- Concluded 
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90° apart, 


0.343 millimeters diam 


(a) /3 = 10°; co = 2°. 

Figure 8.- Geometry of probes calibrated. D = 1.53 mm. 
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(b) j3 = 10°; w = 3°. 
Figure 8.- Continued. 
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Figure 13.- Comparison of experimental and theoretical static pressures 
for the present probes. 0 = 20°; a = 0°. 
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Figure 13.- Concluded, 
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Figure 14.- Concluded. 
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Figure 15.- Concluded. 
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